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ABSTRACT: Real-time detection of basic physiological parame-
ters such as blood pressure and heart rate is an important target in
wearable smart devices for healthcare. Among these, the core body
temperature is one of the most important basic medical indicators
of fever, insomnia, fatigue, metabolic functionality, and depression.
However, traditional wearable temperature sensors are based upon
the measurement of skin temperature, which can vary dramatically
from the true core body temperature. Here, we demonstrate a
three-dimensional (3D) printed wearable “earable” smart device
that is designed to be worn on the ear to track core body
temperature from the tympanic membrane (i.e., ear drum) based
on an infrared sensor. The device is fully integrated with data
processing circuits and a wireless module for standalone functionality. Using this smart earable device, we demonstrate that the
core body temperature can be accurately monitored regardless of the environment and activity of the user. In addition, a
microphone and actuator are also integrated so that the device can also function as a bone conduction hearing aid. Using 3D
printing as the fabrication method enables the device to be customized for the wearer for more personalized healthcare. This
smart device provides an important advance in realizing personalized health care by enabling real-time monitoring of one of the
most important medical parameters, core body temperature, employed in preliminary medical screening tests.
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In recent years, the development of wearable smart deviceshas rapidly expanded,1−9 targeting applications such as
medical,3 entertainment,6 biological,4 and healthcare
usage.1,7−10 In particular, wearable devices for healthcare topics
such as exercise,1,11,12 sleep quality,13 and preventive
medicine14 have been in high demand. In order to satisfy
these demands, many diﬀerent sensing capabilities such as
pressure/strain sensing,15−17 skin temperature monitoring,18
pulse oximetry (SpO2),
19 heart rate monitoring,19,20 pH
sensing,7 electroencephalogram (EEG) monitoring, and heavy
metal detection8 have been demonstrated.
While most of these sensors have been designed to be worn
as a patch, wristband, or headband, here we demonstrate
wearable electronics designed to be worn around the ear, which
we call an “earable” device. Earable electronics can be worn like
headphones and, as such, are ideal for being worn over
relatively long periods of time for real-time monitoring of vital
signals during exercise as well as for young infants, elderly, and
at-risk patients. As individuals’ ears can vary signiﬁcantly in size
and shape, we utilize a 3D-printed electronics fabrication
scheme using ﬂexible materials to provide personalized earable
designs for maximum comfort for long-term use.
As example applications of earable electronics, we demon-
strate real-time monitoring of core-body temperature through
the tympanum (ear drum) as well as a bone-conduction hearing
aid, packaged into a single earable device. The core body
temperature is an important indicator of fever,21 insomnia,22
fatigue,23 metabolic functionality,24 and depression.25 Cur-
rently, most body temperature sensors implemented in
wearable devices utilize a resistive-based sensing method for
detecting the body surface temperature from the skin.1,18 While
temperature detection from the skin is easy to measure, it can
be aﬀected by environmental conditions such as environmental
temperature and humidity.26 On the other hand, while oral,
rectal, and organ (tissue) temperature measurements27 provide
more accurate readings of the core body temperature, such
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measurement techniques are invasive and inappropriate for
wearable devices,26 making the tympanum the optimal
location.28
■ RESULTS AND DISCUSSION
Figure 1a shows a schematic diagram of the device, which is
composed of the core body temperature detection system
containing a thermopile IR sensor, microphone, bone
conducting actuator, integrated circuits (IC) for processing
the incoming signals, and a wireless transmission system based
on a Bluetooth module. To prevent limitations in hearing due
to sound isolation from the thermopile sensor inserted into the
ear, a microphone is embedded within the device to capture
sound from the outside environment. The sound is then
transmitted to the inner ear via bone conduction with an
actuator in contact with the temple. The Bluetooth module
enables real-time wireless transmission of the core temperature
data to a custom built smartphone app (Figure S1). To provide
circuit functionality within the ﬂexible earable system and make
the process compatible with 3D printing, liquid metal
microchannel interconnects using Galinstan metal are used
rather than traditional metal wiring (Figure 1b,c,d).9,29−31
In order to realize the personalized ear-shaped mold and 3D
circuits, a monolithic printing process for 3D embedding of
liquid metal (Galinstan) microchannels was performed, as
illustrated in Figure 2.21,32−34 First, a base substrate which ﬁts
with individual ear shape and ear canal size is fabricated by a 3D
printer with a stretchable ﬁlament (polyurethane). The base
substrate contains microchannels for the liquid metal
interconnects as well as wells where IC chips can be inserted.
After printing, Galinstan is injected into the microchannels and
the thermopile sensor, conditioning circuit ICs, and Bluetooth
module are inserted into the microchannel slots as the ﬁrst
device layer. Poly(dimethylsiloxane) (PDMS) and epoxy resin
are then used to securely set the IC chips in place. As the
Bluetooth module is relatively thick (∼7 mm), it takes up space
on both the ﬁrst and second device layers. After curing of the
PDMS and epoxy, the second layer containing the components
of the bone conduction hearing aid including the microphone,
potentiometer, and corresponding conditioning circuits are
inserted into their respective microchannel pins. The actuator
for the bone conduction is also inserted at this point through
the side on the ﬁrst device layer. Finally, the second layer of
devices are also set into place using PDMS and epoxy and a 3D
printed enclosure with holes for the microphone and
potentiometer is put on to complete the packaging. Figure 1c
shows optical images of the two layers of the completed device.
As can be seen, the interconnections made by liquid metal also
provide a simple pathway for connecting both layers of this
multilayer circuit together.
In order to realize the core body temperature detection, the
thermopile IR sensor must be properly calibrated to provide an
accurate reading. As shown in Figure 3a, the thermopile IR
detector is composed of a thermistor and an IR sensor. The
thermistor can detect the environmental temperature around a
Figure 1. 3D printed earable smart device for core body temperature detection. (a) Schematic diagram of the earable smart device, which is
composed of a core body temperature detection system using a thermopile IR sensor, a bone conduction hearing aid using an actuator, and a wireless
transmission system with a Bluetooth module. (b) Optical image of a subject wearing the smart device. (c) Optical image of the circuitry within the
device are overlaid as a reference to the internal circuitry. (d) Angled view of the device showing the bottom with the IR sensor.
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thermopile IR detector (TE) while the IR sensor detects the
temperature diﬀerence (ΔT) between TE and temperature of
the target (TT). For the thermistor, the resistance change with
temperature is converted into a voltage by using a voltage
Figure 2. Earable device fabrication process. Schematic of the Galinstan channels within the earable device after printing of the ﬁrst (a), second (b),
third (c), and fourth (d) layers. The fabrication process of the smart device (e−j). (e) The base of the device is ﬁrst 3D printed containing
microchannels for the Galinstan interconnects and wells for the ICs. (f) The Galinstan is injected into the microchannels for interconnects. (g)
Electrical components for the system are inserted into the wells. (h) Epoxy and PDMS are poured onto the wells in order to securely set the
components in place. (i) The actuator, potentiometer, and other components for the bone conduction hearing aid are inserted. (j) A 3D printed
enclosure with holes for the microphone and potentiometer is put on to complete the packaging.
Figure 3. Thermopile IR sensor calibration. (a) Schematic demonstrating the mechanism of temperature detection in the thermopile IR sensor. (b)
Output voltage of the thermistor in the thermopile IR sensor versus environmental temperature. (c) Output voltage of the IR detector in the
thermopile IR sensor as a function of time as the temperature is ramped to diﬀerent set points. (d) Calibrated output voltage of the IR sensor as a
function of the temperature diﬀerence between the IR sensor and thermistor.
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divider (Figure S2 and S3). Figure 3b and Figure S4 shows the
experimental as well as simulated voltage output of the
thermistor (Discussion S1) versus temperature TE, indicating
a good linear response between 24 and 50 °C. In order to
calibrate the IR detector in the thermopile IR sensor, a test
structure imitating the ear canal was fabricated using 3D
printing (Figure S5). The structure contains a microchannel
resistive heater using silicon oil containing silver microparticles
as the heating element.9 Figure 3c shows the change in output
voltage of the IR detector as a function of time for diﬀerent
temperatures conﬁrmed by a commercial thermocouple. In
order to get a calibration curve for the IR detector, the
temperature diﬀerence, ΔT, between TE and TT was calculated
based on the temperature indicated by the thermocouple and
the one calculated from Figure 2b. Figure 2d shows the
calculated ΔT and voltage from the IR detector. The
Figure 4. Bone-conduction hearing aid characterization. (a) Optical image and a corresponding schematic diagram of the bone-conduction hearing
aid. (b−f) Frequency analysis of sound conduction via the hearing aid actuator compared to a cell phone speaker for (b) 400 Hz, (c) 1000 Hz, (d)
2000 Hz, (e) 5000 Hz, and (f) 8000 Hz. (g) Amplitude as a function of frequency for the hearing aid actuator and cell phone speaker.
Figure 5. On-body tests using the 3D printed earable smart device. (a) Schematic diagram of the smart device operation. (b) Skin and core body
temperatures as a function of environmental temperature. (c) Skin and core body temperature change during biking.
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relationship between the ΔT and the IR detector output
voltage is approximately linear from 20 to 50 °C. Based on the
calibration experiments, the relationship between the temper-
atures and output voltages measured by the thermistor and IR
detector is as follows:
= × − +T V ( 33.4) 73.5E TM
Δ = − ×T V( 1.9) 6.4IR
= + ΔT T TT E
Figure 4a shows a bone-conduction hearing aid, which is
composed of a microphone, data processing circuitry, a
potentiometer for adjusting volume, an actuator for trans-
mitting sound via bone conduction, and Galinstan channels for
the interconnects (Figures S6 and S7). While the forehead is
able to conduct sound better than the temple,35 the temple was
selected so that both the hearing aid and core temperature
sensor could be integrated together in one device. Figure 4b−f
shows the frequency analysis of sound conduction measured by
contacting the actuator to a PC microphone compared to the
frequency analysis of sound transmitted through air via a cell
phone speaker using reference tones at 400, 1000, 2000, and
5000 Hz (Figure S8). The amplitude as a function of frequency
was obtained by Fast Fourier Transform (FFT) conversion
from the signal received from the microphone of a commercial
PC. Figure 4g indicates the amplitudes of each reference tone
as a function of wavelength. As shown in Figure 4g, the
frequency range of the hearing aid actuator is similar to that of a
normal speaker up to approximately 5000 Hz (percentage of
amplitude at 400, 1000, 2000, and 5000 Hz with respect to the
cell phone speaker is 103%, 98%, 88%, and 89%), and sharply
drops to 31% with respect to the cell phone speaker at 8000 Hz
due to limitations in the transducer, which is in line with most
bone conduction hearing aids.36,37
On-body testing was performed with the 3D printed smart
earable device containing the thermopile IR sensor for core
body temperature detection and bone-conduction hearing aid
(Figure 5a). To test the eﬀect of environmental temperature on
the readings, a subject was placed in rooms heated or cooled
down to various temperatures ranging from 6 to 40 °C. Figure
S9 shows the core body temperature measured by the earable
sensor and a commercial tympanic sensor as well as the skin
temperature on a subject’s arm measured by an IR noncontact
thermometer versus the environmental temperature. While the
skin temperature is heavily inﬂuenced by the temperature of the
environment, the core body temperature is nearly constant, as
measured by both our earable sensor and the commercial
tympanic sensor. This reﬂects the inability of skin temperature
measurements to provide a true temperature reading that
accurately reﬂects the health state of a subject. Figure 5b
indicates the relationship between the environmental temper-
ature in each room and the measured core body/skin
temperature 200 s after entering each room. In rooms kept
below 23 °C, the skin temperature decreases while the core
body temperature stays constant during measurement. In the
rooms set to 23 and 30 °C, the core body and skin
temperatures both stay approximately constant during measure-
ment. In the case of the 40 °C room, the skin temperature
increased at ﬁrst, but decreased gradually after a few minutes.
At this temperature, sweating was observed during measure-
ment, which might lead to cooling of the skin temperature.26,38
In addition to environmental testing, the temperature change
due to exercise was also analyzed, as depicted in Figure 5c. Real
time tympanic core body temperature was measured con-
tinuously by the earable sensor worn by the subject on the left
ear while reference temperature measurements were taken
every 30 s by a commercial tympanic sensor. In addition, the
skin temperature from the forearm was measured every 30 s
using an IR sensor. Initially, the subject maintained at rest for 3
min to obtain a baseline “at rest” reading of approximately 36.6
°C core body temperature and 33.5 °C skin temperature. After
rest, the subject began to bike on a cycling ergometer for
approximately 13.5 min. Over the course of exercise, the core
body temperature rises steadily up to approximately 37 °C by
the end of biking while the skin temperature rises quickly to
approximately 35 °C before dropping back down. The drop in
the skin temperature is in good agreement with other
reports,1,37,39 and can be attributed to perspiration during
exercise. After conclusion of exercise, the tympanic temperature
begins to slowly drop back down. As can be seen, our earable
core body temperature detector stays in excellent agreement
with the core body temperature measured by the commercial
tympanic sensor, regardless of environmental or physical
conditions, providing a much more reliable real-time measure-
ment of an individual’s health and physiological state as
compared to simple skin temperature measurements.
■ CONCLUSIONS
We have demonstrated a 3D printed earable smart device for
core body temperature detection with an integrated bone
conduction hearing aid. The 3D printing technique using liquid
metal interconnects allows for more personalized smart devices
tuned to ﬁt the needs and comfort of individual users. The
functionality of the sensor was veriﬁed by operating it in
diﬀerent environmental conditions as well as diﬀerent physical
states of subjects, conﬁrming that unlike skin temperature
sensors, it is not aﬀected by any such external perturbations.
Here, the size of the earable device is limited by the resolution
of our printer (300 μm minimum microchannel wdith) and size
of oﬀ-the-shelf thermopile sensor and ICs (few millimeters to
centimeter scale). In the future, with more advanced 3D
printers and by using custom-designed ICs, the size of the
system can be further reduced. While only a bone-conduction
hearing aid and tympanic sensor were demonstrated in this
work, sensors for measuring other vital signals such as heart
rate, pule oximetry, and EEG may also be integrated into the
3D printed earable device platform for comprehensive long-
term, real-time monitoring of an individual’s health and
physiological state.
■ EXPERIMENTAL SECTION
3D Printing. The 3D computer-aided design (CAD) data for the
devices were created with AutoCAD 2014 (Autodesk Inc.) The STL
ﬁle converted from the 3D CAD data was used by the Simplify3D
software (Simplify3D) to conduct the 3D printing. The stretchable 3D
material (Filaﬂex, Recreus) was printed using an M2 3D printer (M2
printer, MakerGear) with a nozzle diameter of 350 μm. Printing of
each layer (100 μm thickness) was conducted at a speed of 1500 mm/
min with the hot-end set to 246 °C and the stage at 45 °C. After 3D
printing of the substrate, liquid metal (Galinstan, Rotometal) was
injected into microchannels. Then, electronic components including a
thermopile IR sensor and Bluetooth module were inserted into the
microchannels. Components were connected with via liquid metal
wire. In order to make top surfaces ﬂat, and set the components in
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place, PDMS and epoxy were poured into the wells containing the
components.
Signal Conditioning, Processing, and Wireless Transmission
Circuit Design of Thermopile IR Sensor. The circuit diagram of
the analog signal-conditioning block of the earable device is shown in
Figure S3. The thermopile IR sensor (HMS-J11 F5.5, HEIMANN
sensor) generates two sensor signals: one is the IR detector voltage
and the other is the thermistor resistance change.
The IR detector voltage outputs in the hundreds of microvolts
range and the resolution is several microvolts, so an LT1112 op amp
(Linear technology) is chosen due to its low input voltage noise. In
addition, the LT1112 provides two op amps in one Dual In-Line
Package (DIP), which saves space with minimal pin numbers. The IR
detector voltage is ampliﬁed by a noninverting ampliﬁer topology with
the speciﬁc resistors feedback (1 M ohm and 1k ohm) to provide a
gain of 1001. The virtual ground in the noninverting ampliﬁer is
buﬀered with a voltage follower in order to reduce the output
impedance and make the virtual ground capable of sourcing and
sinking currents. The ampliﬁed signal is then sent to the micro-
controller for analog-to-digital (ADC) conversion. The resistance
change of the thermistor is converted into a voltage by adopting a
voltage divider conﬁguration. As the thermistor resistance is
approximately 120 kΩ, a 120 kΩ resistor is used to set the output
voltage at approximately half of the supply voltage. The voltage is
buﬀered by a voltage follower to lower the output impedance and
eliminate error due to the ﬁnite input impedance of the micro-
controller ADC. The buﬀered voltage signal is then sent to the
microcontroller, which is an ATtiny85 (Atmel 8-bit) (Atmel)
microcontroller in DIP that is programmed by a pocket AVR
programmer from SparkFun beforehand. Signals from the sensor
module were conditioned by our analog circuitry and then relayed to
the Bluetooth transceiver using the Universal Asynchronous Receiver/
Transmitter (UART) protocol. The Bluetooth then communicates
with the mobile phone wirelessly to send the data.
Power Delivery to the Device of Body Temperature Sensor.
The earable device is powered by a single rechargeable lithium-ion
polymer battery with a nominal voltage of 3.7 V. The equivalent
diagram is shown in Figure S10. The nominal 3.7 V voltage is
regulated by an LP2950 3.3 V linear voltage regulator due to its high
eﬃciency and extremely low quiescent power dissipation. The
Bluetooth is powered by 3.7 V battery and all of the remaining circuit
components are powered by the regulated 3.3 V. The total power
dissipation of the entire circuit is less than 30 mW.
Heating Device for Calibration of Thermopile Sensor. The
basic device concept of the 3D printed heating device for temperature
calibration is the same as the resistive heater in a previous report.9 The
structure of the heating device (Figure S5) was fabricated by a 3D
printer (Creatr HS, Leapfrog) using polylactic acid (PLA). Printing of
each layer was conducted at a speed of 3000 mm/min with the hot-
end set to 225 °C and the stage set to 45 °C. All other printing
parameters used are the same as the M2 printer. After printing, silicone
oil containing 70% silver microparticles (AgMP, Sigma-Aldrich) was
injected in a spiral channel. The temperature inside the device was
controlled by applying diﬀerent voltages to the channel. The inside
temperature was monitored with a thermometer.
Signal Conditioning, Processing Circuit Design of Bone-
Conduction Hearing Aid. The bone-conduction hearing aid circuit
contains three parts:
1. The ﬁrst part is a MEMS microphone breakout board from
Sparkfun. The board functions as the preampliﬁer for the microphone.
The key part is the ADMP401 chip. It is a high-quality low-power
MEMS microphone chip containing an impedance converter and an
output ampliﬁer. Its high SNR (signal-to-noise ratio) of 62 dB
improves the sound quality and provides a ﬂat frequency response
from 100 Hz to 15 kHz, allowing suﬃcient bandwidth for sound.
Thus, the sound signal can be properly ampliﬁed and converted to an
analog voltage signal without much distortion. The rest of the circuit
uses the op amp OPA334 to further amplify and ﬁlter the analog
voltage signal.
2. The second part is a mono audio ampliﬁer breakout board from
Sparkfun. The board functions as the class-D ampliﬁer. The key part of
the board is a TPA2005D1RB chip, which is a mono ﬁlter-free class-D
audio power ampliﬁer. It takes in the analog voltage output from the
MEMS microphone breakout board and ﬁlters it through an RC
circuit. The shutdown pin enables the generation of a 250 kHz PWM-
like signal to the output. The PWM-like output drives a speaker
typically, but in this project, it drives a bone conducting actuator at the
output. A potentiometer (10 kΩ max) is connected at the input of the
breakout board. It can be turned manually to adjust the amplitude of
the signal to control the sound volume.
3. The third part is a bone conducting exciter (BCE-1) from
Dayton. The audio exciter produces sound through direct vibration of
actuators and transmits the sound through the temple. It eﬀectively
acts like a speaker, but with diﬀerent mechanism of creating sound.
Frequency Analysis of Sound Conduction by Actuator and
Air. The frequency analysis was performed by FFT conversion of the
signal from the microphone of a PC using software (X recorder, Wat).
Reference sounds are generated from the speaker of a smartphone
(Galaxy S4, Samsung). For the reference frequency distribution
(sound conduction via air), the microphone of a PC received sound
from the speaker of a smartphone. On the other hand, the frequency
distribution of the actuator was obtained by contacting the actuator
with the PC microphone. The signal data from microphone was
converted into frequency data with FFT.
The Custom Mobile Application Design of Mobile Display. A
mobile application (Earable device app) was designed to provide a
user-friendly interface for receiving and displaying transmitted data in
real time (Figure S1). The data conversion from voltage to
temperature is done based on the calibration curve. The application
is capable of displaying the temperature in real time. According to the
body temperature data received, the application can show if the user’s
body temperature is normal, too cold, in a fever, or in danger. The
color of the display also changes according to the temperature in order
to provide better visualization of the change in body temperature.
Although the current application is only implemented in the Android
environment, a similar application can also be developed for other
popular mobile operating systems such as iOS in the future.
On-Body Test in Diﬀerent Temperature Conditions and
during Biking. In order to observe the diﬀerence between skin and
core body temperature change, a subject wearing the smart device was
asked to stay in rooms set at diﬀerent temperatures (6, 12, 17, 23, 30,
and 40 °C). During on-body tests, the reference core body
temperature was measured by a commercial IR ear thermometer.
The skin temperature was measured by a commercial IR thermometer
(BENETEC GM550, Noza Tec).
To conduct the biking test, a subject wearing the earable device ﬁrst
sat at rest on an air-bike to obtain a baseline temperature reading,
started biking 180 s later at a cycling power of 50 W, and stopped at
1000 s. The measurement of core body temperature and skin
temperature of the subject was performed in same manner as on-body
test in diﬀerent temperature conditions.
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B.; Wood, R. J.; Lewis, J. A. Embedded 3D Printing of Strain Sensors
within Highly Stretchable Elastomers. Adv. Mater. 2014, 26, 6307−
6312.
(17) Park, Y. − L.; Majidi, C.; Kramer, R.; Beŕard, P.; Wood, R. J.
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